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PRICE LIST OF MEDICAL APPARATUSES AND INSTRUMENTS 
PREISLISTE MEDIZINISCHER APPARATE UND INSTRUMENTE 
PRIX COURANT POUR APPAREILS ET INSTRUMENTS MEDICAUX 


STAT 



MEDICAL APPARATUSES - MEDIZINISCHE 
APPARATE-APPAREILS MEDICAUX 

SURGICAL INSTRUMENTS-CHIRURGISCHE 
INSTRUMENTE - INSTRUMENTS DE CHIRURGIE 

STOMATOLOGIC INSTRUMENTS - ZAHNARZTLI- 
CHE INSTRUMENTE -INSTRUMENTS DENTAIRES 

MEDICAL AND VETERINARY NEEDLES- 
MEDIZINISCHE UND VETERINAR-KANOLEN 
AIGUILLES MEDICALES ET VETERINAIRES 

VETERINARY INSTRUMENTS-VETERIN AR 
INSTRUMENTE INSTRUMENTS VETERINAIRES 




VARIMEX 

WARSZAWA. Wllcra 50/52 

Telegrams: »«Varlmex Warszawo** 


P O L S K I E 
TOWARZ YSTWO 
H A N D L U 
ZAGRANICZNEOO 

P.O. Bex -263, 264 

Code Bentley's Second 



Sanitized Copy Approved for Release 2010/08/19 : CIA-RDP80T00246A038000040001-5 




Sanitized Copy Approved for Release 2010/08/19 : CIA-RDP80T00246A038000040001-5 


MEDICAL APPARATUSES 

MEDIZINISCHE APPARATE — APPAREILS MEDICAUX 


Cat. No. 

Article — Artikel — Article - 


Stereocardiograpli 

Stereokardiograf 

St6reocardiographe 

in-3 

Steam-electric autoclave 400 X 600 mm 
Autoklav mit Dampf- und elektrischer 

Heizung 400 X 600 mm 

Autoclave pour le chauffage electrique 
et a vapeur 400 X 600 mm. 

TTT-08 

Dermatome 

Derma tom 

Dermatome 

Apparatus for preserved blood transfusion 
Vorrichtung zur Uberleitung konservierten 
Blutes 

Appareillage pour transfusion du sang stocke 

VI-38a 

Sollux lamp table model 

Solluxlampe Tisch-Modell 

Lampe a table Sollux 

VI-38b 

ditto on stand, auf Bodenstativ, sur stative 

X-26 

Shadeless operating lamp 

Schattenlose Operationslampe 

Lampe sans ombre pour salles d’operation 

X-91 

Universal operating table 

Universal Opera tionstisch 

Table operatoire universelle 

X-93 

Gruca’s orthopedic operation and extension 
table . 

Orthopadischer Operations- und Extensions- 
tisch nach Gruca 

Table orthopedique pour operations et exten- 


sions de Gruca 

X-112 

Baby balance 

Waage fur Siiuglinge 

Bascule pese-bebes . 


Price cif — Preis cif 
Prix cif 


6.750,— 2.410-14-3 


339-5-8 


16-10-0 


13-11-5 

20-16-5 

56-3-7 

392-17-2 

176-15-9 

5-17-1© 
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I mjLij'ivaij ArrAKATUSiss . o, 

. MEDIZINISCHE APPARATE — APPAREILS MEDICAUX i 


No. 

Cat. No. 

11 

X-113 

12 

XI-53 

13 

XI-62 

"l4 


15 

XI-5 


Article — Artikel — Article 


Waage fiir Erwachsene 
Bascule pour adultes 

Blood pressure measuring, apparatus 
Blutdruckmesser 

Appareil a mesurer la tension arterielle 

Pneumothorax apparatus 

Pneumothorax-Apparat 

Appareil a pneumothorax 

Signal clock for medical use 

Signal-Uhr fur medizinische Zwecke 

L’horloge signal 

Binaural stethoscope 

Binaural-Stethoskop 

Stethoscope bi-auriculaire 


Price cif — Preis cif 
Prix cif 


$ 

£ 

30,— 

10-14-2 

20y- 

7-2-10 

40,70 

14-10-8 

15,- 

5-7-2 

4,13 

1-9-6 
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SURGICAL INSTRUMENTS — CHIRURGISCHE INSTRUMENTS 
INSTRUMENTS DE CHIRURGIE 


Article — Artikel — Article 

Post mortem skull chisel 
Schadelspalter 
Burin pour le crane 
Post mortem chisel’ for spinal 
columm left 

Seziermeissel fiir Wirbelsaule links 
Burin a dissection de la colonne 
vert6brale gauche 
ditto right, rechts, droite 
Bone shears straight 
Knochenschere gerade 
Cisailles a os droite 
Bowel scissors 210 mm. 

Darmschere 210 mm 
Ciseaux ent6rotomes 210 mm 
Virchow’s brain knife 
Hirnmesser nach Virchow 
Couteaux a cerveau (Virchow) 
Autopsy knife 100 mm. 

Seziermesser 100 mm' 

Couteaux a autopsie 100 mm 
Amputation saw Gharri 6re’s 220 mm. 
Amputationssage nach Charriere 
220 mm 

Scie a amputation (Charriere) 220 mmj 
Amputation saw straight 250 mm. i 
Blattsage gerade 250 mm 
Scie a amputation droite 250 mm 

Spine’ wrench 

Rhachiotom 

Rachitome 

Razors with metal handle 
Rasiermesser.mit Metallschale . 
Rasoirs avec manche metal 
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Quality 

Price cif — Preis cif 
Prix cif 


t 

£ 

nick. — pi. 

vernickelt 

nickel^ 

1,05 

0- 7— 6 

» 

1,56 

0—11— 2 

» 

1,56 

T 

o 

w 

1,48 

0 

1 

0 

1 

-a 


1- 

CM 

1 

1 

o 


1,45 

0-10- 4 


0,98 

0— 7— 0 

yy 

4,51 

1—12— 2 


1,65 

0—11— 0 

5) 

1,10 

O 

• T 

1 

o 

stainless 

rostfrei 

inoxydable 

1,20 

o- 

1 

00 . 

1 

0 L 

A 

N D 
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INSTRUMENTS DE CHIRURGIE 













Quality 

Price cif — Preis cif 


No. 

Cat. No. 

Article — Artikel ~ Article 

Prix cif 






1 $ 

1 £ 


12 

III-13a 

Semb’s retractor 3 prongs 

stainless 






Wundliaken nach Semb S-zahnig 

rostfrei 

2,50 

0—17—10 




Ecarteur (Semb) a 3 griffes 

inoxydable 


13 

III-13b 

ditto 4 prongs, 4-zahnig, a 4 griffes 

}} 

2,70 

0-19- 3 


14 

III-14a 

Retractor sharp 1 prong 

nick.-pl. 






Wundhaken scharf 1-zahnig 

vernickelt 

. . 0,81 

0— 5- 9 




Ecarteur pointu a 1 griffe 

nickele 



15 

III-14b 

ditto 2 prongs, 2'zahnig, a 2 griffes 

» 

0,86 

0— 6— 2 


16 

III-14C 

ditto 3 prongs, 3-zahnig, a 3 griffes 

5? 

0,90 

0— 6— 5 


17 

III-14d 

ditto 4 prongs, 4-zahnig, a 4 griffes 

5J 

0,92 

0— 6— 7 


18 

III-15a 

Retractor blunt 1 prong 

Wundhaken stumpf 1-zahnig 
Ecarteur mousse a 1 griffe 

J? 

0,81 

0— 5- 9 


19 

III-15b 

ditto 2 prongs, 2-zahnig, a 2 griffes 


0,86 

0— 6— 2 


20 

m-15c 

ditto 4 prongs, 4-zahnig, a 4 griffes 

77 

0,92 

0- 6— 7 


21 

III-15d 

ditto 6 prongs, 6-zahnig, a 6 griffes 

77 

0,98 

0— 7— 0 


22 

III-16a 

Kocher’s retractor concavesmall 
Wundhaken nach Kocher hohl 
klein 


1,60 

0—11— 5 




Ecarteur concave (Kocher) petit 





23 

III-16b 

ditto medium, mittel, moyen 

77 

1,60 

0—11— 5 


24 

III-16C 

ditto large, gross, grand 

77 

1,60 

0—11— 5 


25 

III-17a 

Retractor flat small 

Wundhaken flach klein 

Ecarteur plat petit 

7 ? 

0,90 

0— 6— 5 


26 

III-17b 

ditto medium, mittel, moyen 


0,90 

0— 6— 5 


27 

III-17C 

ditto large, gross, grand 

77 

0,90 

0- 6— 5 


28 

III-20 

Lung retractor fenestrated 

stainless 






Lungenspatel gefenstert 

rostfrei 

3,80 

1— 7— 2 




Spatule fenetree pour les poumons 

inoxydable 




29 

III-04a 

Willinger’s retractor 4 prongs bent 
left 

Wundhaken nach Willinger 4-zahnig 

nick.-pl. 






links gebogen 

Ecarteur a 4 griffes courbe gauche 

vernickelt 

0,83 

0- 5—11 




(Willinger) 

nickele 




SO 

.III-04b 

ditto bent right, recht gebogen. 







courbe droite 


0,83 i 

0— 5—11 


31 

III-33 

Needleholder for blood vessel seam 
Nadelhalter zur Gefiissnaht 

stainless 

2,20 ( 

9-15— 9 

■ > 


III-34 

Porte-aiguilles pour, suture des 
vaisseaux sanguins 

rostfrei 

inoxydable 


32 

Eiselsberg-Mathieu’s needleholder 
Nadelhalter nach Eiselsberg-Mathieii 


2,85 

1- 0— 4 




■ ■ ■ 

Porte-aiguilles (Eiselsberg-Mathieu) 
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■ SURGICAL INSTRUMENTS — CHIRURGISCHE INSTRUMENTS ■ 

INSTRUMENTS DE CHIRURGIE | 


i 


1 




Price cif— Preis cif 

1 No 

r,:if No. 

Article — Artikel — Article 

Quality 

Prix cif 






s 

£ 

1 ■ 33 

III-37 

Matliieu’s needleholder 

stainless 




!: 


Nadelhalter nach Mathieu 

rostfrei 

2,20 

0-15— 

9 

ti 


Porte-aiguilles (Mathieu) 

inoxydable 




34 

III-39b 

Michel’s wound clips 14 mm. long. 





1 


3 mm. wide 





1 

♦ V 


Wundklammern nach Michel 14 mm 
lang 3 mm breit 

Agrafes (Michel) long. 14 mm 


^0,14 

0— I— 

0 



larg. 3 mm 





35 

Iir-39c 

ditto 18 mm long, lang, long. 


^0,18 

0- 1- 

3 

* 36 

IU>40 

Artificial airways 

nick.-pl. 





Narkoserohren 

vernickelt 

0,70 

0- 5— 

0 



1 Tubes a anesthesie 

nickele 




37 

III-41 

Dressing forceps straight without 
lock 280 mm. 

Verbandzange gerade ohne Sperre 
280 mm 

Pinces a pansements droites sans 

stainless 

1,90 

0-13- 

7 


rostfrei 





serrure 280 mm 

inoxydable 




38 

III-43 

ditto curved, gebogene, courbes 

jj 

2,02 

0--14— 

5 

39 

III-45 

Sauerbruch’s lung grasping forceps 
Lungenfasszangen nach Sauerbruch 
Pinces pour saisir le poumon 

jj 

3,40 

1— 4- 

3 

40 

III-47 

\ 

Sterilizing forceps 

Sterilisierzangen 

Pinces pour instruments sterilises 


1,76 

0—12— 

7 

41 

III-51 

Tongue forceps 

Zungenzangen 

Pinces tire-langue 

JJ 

2,16 

0—15— 

6 

42 

III-55 

Lung artery forceps 
Lungen-Arterienklemmen . 

Pinces hemostatiques pour le poumon 

JJ 

2,40 

0—17— 

2 

43 

III-58a 

Kocher’s artery forceps 130 mm. 
Arterienklemmen nach Kocher 







130 mm 

Pinces hemostatiques (Kocher) 

» 

1,22 

0— 8— 

9 



130 mm 





44 

III-58b 

ditto 170 mm 

JJ 

1,32 

0- 9- 

5 

45 

III-58C 

ditto 200 mm 


1,85 

0-13-- 

2 

46 

III-59 

Mikulicz’a peritoneum forceps 





- 


Peritoneumklemmen nach Mikulicz 
Pinces hemostatiques pour 

JJ 

1,76 

0-12- 

7 



la peritoine (Mikulicz) 





47 

III-63a 

Pean’s artery forceps 160 mm. 
Arterienklemmen nach Pean 160 mm 


1,60 

0-11- 

5 



Pinces hemostatiques (Bean) 160 mm 

JJ 
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SURGICAL INSTRUMENTS — CHIRURGISCHE INSTRUMENTS 
INSTRUMENTS DE CHIRURGIE 


No. C.it. No. 

48 Ill-esb 

49 III-65 

50 III-68 
•51 III-69 

52 III-71 

53 III-76 

54 III-77 ' 

55 Ill-79a 


56 ni-79b 

57 lll-80a 


58 III-80b 

59 III-81a 


60 III-81b 

61 III-87a 


62 III-88a 


Article — Artikel — Article 


ditto 240 mm 

Ditto curved, gebogene, courbes 
180 mm 

Mikulicz’s abdominal spatulae 
Bauchspatel, nach Mikulicz . 

Spatule abdominal e (Mikulicz) 

Gall stone scoop 

Gallensteinloffel 

Curette pour calculs biliaires 

Anaesthesia mask 

Narkosemaske 

Masque d’ahesthesie 

Dressing shears 

Verbandschere 

Ciseaux pour pansements 

Scissors straight 220 mm. 

Scheren gerade 220 mm 
Ciseaux droits 220 mm 
Scissors straight one point sharp 
140 mm. 

Chir. Scheren gerade Blatter 
stumpf-spitz 140rmm 
Ciseaux droits |un bout pointu 140 inm 
ditto 170 mm 

Scissors straight points blunt 140 mm. 
Chir. Scheren gerade Blatter 
stumpf-stumpf 140 mm 
Ciseaux droits les deux bouts 
arrondis 140 mm 
ditto 170 mm 

Scissors straight points sharp 140 mm. 
Chir. Scheren gerade Blatter 
spitz-spitz 140 mm 
Ciseaux droits les deux bouts 
pointus 140 mm 
ditto 170 mm 

Scissors curved points sharp 140 mm. 
Chir. Scheren gebogene Blatter ^ 
spitz-spitz 140 mm 
Ciseaux courbes les deux bouts 
pointus 140 mm 

Scissors curved points blunt 140 mm. 
Chir. Scheren gebogene Blatter 
stumpf-stumpf 140 mm 
Ciseaux courbes les deux bouts 
mousses 140 mm 


Price cif— Preis cif 
Prix cif 



$ 

£ 

stainless 

1,85 


rostfrei 

0-13- 2 

inoxydable 

1,70 

0-12— 2. 

jy 

nick.-pl. 

1,30 


vernickelt 

0 

1 

CO 

1 

nickele 




1,40 

0 

1 

0 

1 

o 


0,55 

0— 3—11 


1,30 

0- 9— 4 

» 

1,57 

00 

t 

i 

1 

o 

stainless 

1- 



1 

1 

o 

rostfrei 

inoxydable 




1,46 

0—10— 4 

» 

1 

0— 7— 2 

V 

1,46 

1 

o 

1 

o 

yj 

1- 

0-7—2 

» 

1,45 

0-10- 4 

n 

1,45 

0—10— 4 

nick.-pl. 



vernickelt 

1,14 

<M 

1 

00 

1 

o 

nickele 
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SURGICAL INSTRUMENTS — CHIRURGISCHE INSTRUMENTE 
INSTRUMENTS DE CHIRURGIE 


Price cif— Preis cif 


No. 

Cat. No. 

Article — Artikel — Article 

Quality 

Prix cif 





s 

£ 




nick.-pl. 



63 

III-88b 

ditto 170 mm 

viernickelt 

1,48 

0—10— 7 

64 

III-89a 

Amputation knife 190 mm. 

nickele 





Amputationsmesser 190 mm 

n 

1,84 

0—13— 2 



Couteau a amputation 190 mm 




65 

III-89b 

ditto 220 mm 

n 

2,45 

0-17— 6 

66 

III-91a 

Operating scalpel sharp 6 . 






Skalpell scharfendig JvTs 6 

» 

0,70 

0- 5— 0 



Scalpel d’op6ration pointu N 2 6 




67 

III-91b 

ditto Ko 7 


0,70 

0- 5- 0 

68 

III-91C 

ditto Ko 8 

V 

0,70 

0 

1 

, 1 

0 

69 

III-92a 

Operating scalpel JSTs 1 






Scalp ell e fiir Chirugie JMe 1 

V 

0,70 

0— 5- 0 



Scalpel d’operation N 2 1 




70 

III-92b 

ditto No 3 

» 

0,70 

0— 5- 0 

71 

III-92C 

ditto JSfo 5 

V 

0,70 

0— 5- 0 

72 

III-92d 

ditto No 10 

j? 

0,70 

0— 5— 0 

73 

III-93 

Mucous and cartilage knife 






Mukosa- und Knorpelmesser 


0,80 

0— 5— 9 



Bistouri pour la muqueuse 






et cartilage 




74 

III-94 

Thiersch’s skiu grafting knife 






Transplantationsmesser nach 


1,44 

0-10— 3 



Thiersch 






Couteau a transplantation (Thiersch) 




75 

III-95 

Knife for deep operating 






Messer fiir Tiefoperation 

5 ) 

0,80 

0— 5 — 9 



Bistouri pour operation profonde 




76 

Ill-llla 

Schimmelbusch’s dressing steril box 





180 X 140 mm. 

Sterilisierbiichse nach Schimmel- 
busch 180 X 140' mm 
BoTte a sterilisation des bandages 
180 X 140 mm 

77 III- 11 lb ditto 240 X 160 mm 

78 III- 111c ditto 330 X 160 mm 

79 Ill-llld ditto 390 X 190 mm 

80 III- 11 5a Operation rubber gloves thin 

Gummi-Operationshandschuhe diinn 
Gants d’6p6ration en caoutchouc 

81 III-117a Galleon duit probe thin 

Gallendilatator diinn 
Dilatateurs a voies biliaires fins 

82 III-120 Mouth gag with tongue depressor 

Mundsperrer mit Zungendriicker 
Ouvre-bouche avec abaisse-langue 


5,56. 1—19— 9 

9,80 3—10— 0 
12.- 4— 5- 9 
19,22 6---17— 4 

0,16 0- 1— 2 
0,55 0- 3-11 
6,87 2— 9— 1 
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INSTRUMENTS DE CHIRURGliE I 






Price cif— Preis 

cif 

! ' No. 

Cat. No. 

Article — Arttkel — Article' ‘ 

Quality 

Prix cif 






s 

1 ^ 

j 



stainless 


1 


99 

III-149a 

ditto curved, gebogene, courbes 

rostfrei 

inoxydable 

2,39; 

0-^17- 

• r 

1 100 

III-149b 

ditto 240 mm 

» 

2,60 

0-18*- 

■ 7 

101 

III-149C 

ditto 270 mm 


2,86 

0- 

■ 5 

102 

111-151 

Intestinal forceps straight 210 mm. 







Darmklemmen gerade 210 mm 
Pinces intestinales droites 210 mm 

» 

3,20 

1— 2— 

10 

^ 103 

ni-157 

Gall stone probes 

nick.-pl. 





Gallensteinsonden 

vernickelt 


0— 7- 

2 



Stylets explorateurs pour calculs 

nickele 


- ^ . 




biliaires 





^ 104 

III-163a 

Probe double ended 130 mm. 
Knopfsonde 130 mm 

Stylet olivaire 130 mm 

” 

orio 

0- 0- 

9 

1 105 

III-163b 

ditto 180 mm 


0,15 

0— 1— 

1 

106 

III-163C 

ditto 300 mm 


0,20 ^ 

0- 1- 

5- 

107 

1 

III-03a 

Dressing forceps 130 mm. 
Kornzangen 130 mm 

Pinces a pansements 130 mm 


1,08 

0— 7- 

9 

' 108 

III-03b 

ditto 160 mm 


1,23 

0— 8- 

9 

109 

IV-20a 

Retractor blunt 4 prongs 

stainless 






Wundhaken stumpf 4-zalinig 

rostfrei 

1,80 

0-12— 

10 



Ecarteurs mousses a 4 griffes 

inoxydable 




110 

IV-20b 

ditto 6 prongs, 6-zahnig, a 6 griffes 

?? 

2,- 

0—14- 

3. 

111 

IV-25 

Impactor 







Nachschlagstahl 

Chasse-clou impacteur 


2,20 

0—15— 

9 

112 

IV-32 

Sequester bone forceps 

nick.-pl. 






Sequester- Knochenzangen 

vernickelt 

1,76 

0-rl2— 

7 



Pinces d’os — sequester 

nickele 




113 

IV-31 

Bone cutting forceps straight 
Knochensplitterzangen gerade 

Pinces a os droits 

?? 

2,20 

0—15— 

9 

114 

IV-33 

ditto curved, gebogene, courbes 

V 

2,40 

0—17— 

2 

115 

IV-35 

Rone cutting forceps with compound 
action joint straight 
Knochensplitterzangen mit Doppel- 

stainless 






gelenk gerade 

Pinces a os avec double articulation 

rostfrei 

9,- 

3— 4— 

3 



droites 

inoxydable 




116 

IV-36 

ditto curved, gebogene, courbes 


10,- 

3— II- 

5 

117 

N' 

1 

IV-47a. 

Stille’s plaster shears 230 mm. 
Gipsscheren nach Stille 230 mm 
Giseaux pour bandages platres 

.nick.-pl. 

vernickelt 

nickele 

8,95 

S'- 3- 

11 

1 


(Stille) 230 mm 




1 118 

IV-47b 

ditto 370 mm 

ff . 

12,- 

4- 5- 

9 
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INSTRUMENTS DE CHIRURGIE iH 



No. 

Cat. No. . 

Article — Artikel ' — Article 

Quality 

Price cif— Preis cif 

Prix cif 

$ 

£ 

119 

IV-201 

Collin’s rib shears 

nick.-pL 





Rippenscheren nach Collin 

veruickelt 

3,15 

1— 2— 6 



Costotomes (Collin) 

nickele 



120 

IV-51a 

Operating scalpel small 






Operationsskalpell klein ‘ 

» 

0,75 

1 

XO 

1 

o 



Scalpel pour operation petit 




121 

IV-51b 

ditto medium,^ mi ttel, moyen 

w • 

0,80 

0-5-9 . 

122 

IV-51C 

ditto large, gross, grand 

» 

0,85 

0— 6— 1 

123 

IV-55 

Rongeurs straight 

stainless 





Hohlmeisselzangen gerade 

rostfrei 

4,20 

1-10- 0 ■ 



Pinces-gouges droits 

inoxydable 



124 

IV-56 

Rongeurs curved on flat 






Hohlmeisselzangen gebogene 


13,33 

4-15- 3 



Pinces-gouges courbes sur la plat 




125 

IV-57 

Ditto curved on side, seitlich 


Id 

n Q O 



gebogen, courbes sur le c6t6 

» 


0- 0—0 

126 

IV-53 

Hasselmann’s plaster spreader 

nick.-ph* 





Gipsspreizer nach Hasselmann 

vernickelt 

3- 

1— 1— 5 



Cisailles pour bandages platres 

nickele 



127 

IV-75C 

Kirschner’s extension stirrups small 






Extensionsbiigel nach Kirschner klein 


3 67 

1 fi ^ 



Etriers a extension de Kirschner 






petit 




128 

IV-75e 

ditto large, gross, grand 


5,58 

1—19—10 

129 

IV-85 

Periosteal raspatory left 

stainless 





Periostraspatorium links 

rostfrei 

1,21 

00 

1 

00 

1 

o 



Rugine pour resection des cotes 

inoxydable 



130 

IV-86 

ditto right, rechts, droite 

„ 

1,21 

0 

1 

00 

1 

00 

131 

IV-105a 

Bone clamps small 

nick.-pl. 





Knochenklammer klein 

vernickelt 

3,95 

1- 8- 3 



Davier petit 

nickele 



132 

rv>105b 

ditto medium, mittel, moyen 

n 

3,95 

1— 8— 3 

133 

IV-105C 

ditto large, gross, grand 


3,95 

1— 8— 3 

134 

VII-15 

Uterus forceps 

stainless 





UteniSrArterienklemmen 

rostfrei 

1,68 

0-12- 0 



Pinces uterines 

inoxydable 



135 

VII-20 

Tenaculum forceps 






Hakenzangen 

‘W 

2,24 

0-16— 2 



Pinces erignes 



* 

136 

VII-21 

Depressors 

nick.-pl. 





Darmspatel 

vernickelt 

1,60^ 

0—11— 5 



Ecarteur 

nickele 



137 

VII-22 ’ 

Reverdin’s abdominal spatulae 



' 



Bauchspatel nach Reverdin 

V 

0,84 

o 

1 

'XI 

1 

o 



Spatule abdominale (Reverdin) 
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■ SURGICAL INSTRUMENTS — CHIRURGISCHE INSTRUMENTE I 

INSTRUMENTS DE CHIRURGIE I 


— : 





Price cif — Preis cif 

No. 

Cat. No. 

Article — Artikel — Article 

Quality j 

Prix cif 




$ 

1 £ 

00 

00 

VII-23 

Uterine curette sharp JSfo 1—8 

stainless 





Uteruskiirette scharf N 9 1—8 

rostfrei 

1,84 

1 

00 

1 

0 



Curette uterine pointue 1—8 

inoxydable 

139 

VII-24 

ditto blunt, stumpf, mousse 


1,84 

1 

00 

T 

0 

140 

VII-30b 

Umbilical scissors curved 150 mm. 
Nabelschnurscheren aufgebogen 

nick.-pl. 





150 mm 

Ciseaux pour le cordon ombilical 

vernickelt 

0,72 

0— 5— 2 



courbes 150 mm 

nickele 



141 

VII-32 

Fistula knife 

Fistelmesser 

Bistouri pour fistules 

» 

1,15 

0 

1 

00 

1 

00 

142 

VII-42a 

Vesicle trocar Q 7 mm. 
Abszesstrocar Q 7 mm 

Trocart pour les abces Q 7 mm 


1,50 

0 

1 

0 
. 1 

CO 

143 

VII-43 

Myoma screws 

stainless 





Myomaheber 

rostfrei 

1,39 

0 

1 

CD 

1 



Tire-myomes 

inoxydable 


144 

VII-44 

Collin’s vaginal speculae 

nick.-pl. 





Scheidenspekiila nach Collin 

vernickelt 

2,30 

0-16— 5 



Speculum vaginaux (Collin) 

nickele 


145 

Vir-45 

Cusco’s vaginal speculae 
Scheidenspecula nach Cusco 
Speculum vaginaux (Cusco) 

» 

2,40 

0-17— 2 

146 

VII-46a 

Doyen’s vaginal speculae 






60X60 mm. 






Scheidenspecula nach Doyen 

60 X 60 mm 


1,86 

0—13— 3 



Speculum vaginaux (Doyen) 






60 X 60 mm 




147 

VII-46b 

ditto 60 X 100 mm 


1,86 

0-13- 3 

148 

VH-46C 

ditto 60 X 120 mm 


1,86 

0-13- 3 

149 

VII-47a 

Doyen’s vaginal speculae 






45 X 60 mm. 





% 

Scheidenspekula nach Doyen 

45X60 mm 

Speculum vaginaux (Doyen) 

, 

1,86 

0—13— 3 





} 45x60 mm 




150 

VII-47b 

ditto 45 X100 mm 

n 

1,86 

00 

1 

00 

1 

0 

151 

VII-47C 

ditto 45 X 120 mm 

If 

1^86 

0—13— 3 

152 

VII-48 

Kallmorgen’s vaginal speculae 


‘ 




(set 3 pair) 






Scheidenspekula nach Kallmorgen 
(Satz 3 paar) 


5,58 

1—19-10 



Speculum vaginaux (Kallmorgen) 






comp). 3 paires 
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I SURGIC/HSL INSTRUMENTS — GHIRURGISCKE INSTBUMENTE 

INSTRUMENTS BE CHIRURGIE H 


h— ^ — — — 



> 


Price cif—Preis cif 1 

No. 

Cat. No. 

Article — Artikel — Art^le 

' Quality 

Prix cif 1 


$ 

£ 

153 

VII-49 

Fergu 39 on’s vaginal speculae 






(set 5 pair) 

nick.-pL 





Scheidenspekula nach Fergusson 


7,20 

2—11— 6 



(Satz 5 Paar) 

vernickelt 





Speculum vaginaux (Fergusson) 






compL 5 paires 

nickele 



154 

VII-51 

Uterine dressing probes 





• 

Uterus Wattetrager 

V 

0,98 

0— 7— 0 



Porte-cotons uterins 




155 

VII-201 

Uterine dressing forceps straight 






Schwamm-und Tamponzangen gerade 

' n 

1,68 

0—12— 0 



Pinces a pansements uterins droites 




156 

VII-202 

ditto curved, gebogene, courbes 

y) 

1,80 

0—12—10 

157 

XI-41 

PirqePs vaccination lancets 

stainless 





Impflanzetten nach Pirquet 

rostfrei 

0,54 

0— 3—10 



Lancettes a vacciner (Pirquet) 

inoxydable 



. ' 158 

Xi-49a 

Paratus for Record syringes 






2 ccm. 

nick.-pl. 





Paratus fur Recordspritzen 






2 ccm 

vernickelt 

1,50 

0—10— 9 



Paratus pour seringues Record 






2 ccm 

nickele 



159 

XI-49b 

ditto 5 ccm 

» 

2- 

0-14— 3 . 

160 

XI-49C 

ditto 10 ccm 


2,30 

0-16- 5 

161 

XI-51 

Scarificators 8 blades 


! 




Schropfschnapper 8 Messer 

yy 

3,63 

1— 5—11 



Scarificateurs 8 lames 




162 

XI-65a 

Case with metal enclosure for i 






Record syringes 2 ccm. 






Metallbiichse mit Einlage fiir 


0,60 

0— 4— 3 



Recordspritzen 2 ccm 






Boite avec piece en metal pour 






seringues Record 2 ccm 




163 

XI-65b 

ditto 5 ccm 

yy 

1,“ 

0— 7— 2 

164 

XI-65C 

ditto 10. ccm 


1,30 

0— 9— 4 

/ 

165 

XI-65d 

ditto 20 ccm . 

yy 

1,70 

0-12— 2 

166 

XI-76b 

Record syringes 2 ccm. 






Recordspritzen 2 ccm 

yy . 

6,75 

0— 5— 4 



Seringues Record 2 ccm 




167 

XI-76C 

ditto 5 ccm 

yy 

0,88 

0- 6- 3 

168 

XI-76d 

ditto 10 ccm 

yy 

1,05 

0-7— 6 

169 

XI-76e 

ditto 20 ccm 

yy 

1,30 

0— 9— 4 

170 

XII-IO 

Retractors windowformed curved 






Haken gefenstert gebogen 

yy 

. 1,08 

0-7-9 



Ecarteurs fenetrees courbes 



— 
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SUBGIC4L INSTRUMENTS — CHIRURUISCHE INSTBUMENTE 
' INSTRUMENTS DE CHIRUEGIE 


No. Cat. No. 


Article ~ Artikel — Article 


Price cif— Preis cif 
Prix cif 


171 XII-15 Hakansson-Olivercrone’s rongeurs 

Hohlmeisselzangen nach Hakansson- 
Olivercrone . 

Pinces-gouges (Hakansson-Oliver- 
crone) 

172 XII-23 Artery forceps with teeth 140 mm. 

Arterienklemmen mit Zahnen 140 mm 
Pinces h^mostatiqiies avec griffes 
140 mm 

173 XII-25 Artery forceps straight 120 mm. 

Arterienklemmen gerade. 120 mm 
Pinces hemostatiques droites 120 mm 

174 XII-26 ditto curved, gebogene, courbes 

175 XII-27a Grille’s artery forceps curved 

140 mm. 

Arterienklemmen nach Grille 
gebogene 

Pinces hemostatiques (Grille) 
courbes 140 mm 

176 XII-27b ditto 160 mm 

177 XII-28 Halstead’s artery forceps curved 

120 mm. 

Arterienklemmen nach Halstead 
gebogene 120 mm 
Pinces hdmo’ptatiques (Halstead) 
courbes 120 mm 

178 XII-31a Brain spatulae concave straight 8 mm. 

Hirnspatel hphl, gerade 8 mm 
Spatule pour cerveau concave 
droite 8 mm 

179 XII-31b ditto 12 mm 

180 XII-55 Gushing’s ropgeurs 

Hohlmeisselzangen nach Gushing 
Pinces-gouges , (Gushing) 

181 XII-78 Farabeuf’s raspatory straight 

Raspatorium nach Farabeuf gerade 
Rugine droite (Farabeuf) 

182 XII-79 ditto curved, gebogene, courbe 

183 XII-80 Lambotte’s raspatory 

Raspatorium nach Lambotte 
Rugine (Lambotte) 

184 XIII-55a Scalpel for eyes rounded small ' 

Augenskalpell bauchfdrmig klein 
Bistouri pour yeux ventru petit 

185 XIII-55b ditto medium, mittel, moyen 

186 XIII-55C ditto large, gross, grand 


stainless 

rqstfrei 

inoxydable 


nick.-pl. 

vernickelt 

nickels 


6,50 2- 6- 5 


1,32 0-~ 9- 5 


1,26 0- 9-0 
1,53 0—10—11 


1,56 0-11— 2 


1,75 0-12- 6 


1,56 0-11^ 2 


1,07 0- 7-8 


1,29 0— 9— 2 
7,50 2—13— 7 


0,95 0— 6— 9 
1,07 0-- 7- 8 
1,90 0—13— 7 


0,79. 0— 5— 8 

0,79 0— 5- 8 
0,79 0— 5— 8 


V ARIMEX POLAND 

Sanitized Copy Approved for Release 2010/08/19 : CIA-RDP80T00246A038000040001-5 


Sanitized Copy Approved for Release 2010/08/19 : CIA-RDP80T00246A038000040001-5 
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INSTRUMENTS DE CHIRURGIE 


Price cif— Preis cif 


No. 

Cat. No. 

Article — Artikel — Article 

Quality 

Prix cif 

S 1 £ 

187 

XIII-'56a 

Scalpel for eyes sharpended small 

nick.-pl. 





Augenskalpell; scharfendig klein 

vernickelt 

0,79 

0— 5- 8 



Bistouri poiir ails bout pointu petit 

nickele 



188 

XIII-56b 

ditto medium, mittel, moyen 

7} 

0,79 

0- 5- 8 

189 

XIII-56C 

ditto large, gross, grand . 

V 

0,79 

0- 5— 8 

190 

XIII-62 

Rostkowski’s lid retractor 

stainless 





Lidhalter nach Rostkowski 

rostfrei 

0,83 

0— 5—11 



Releveur (Rostkowski) 

inoxydable 



191 

XIII-76 

Jaeger’s lid plate all metal • 






Lidplatte nach Jaeger 


0,57 

0- 4— 1 



Spatule en metal (Jaeger) 




192. 

XIII- 104 

Epilation forceps 





1 

Epilationspinzetten 


0,38 

0— 2- 9 



Pinces a epilation 




193 

XIV-02a 

Eustachian catheter of metal N 2 1 

nick.-pl. 





Ohrkatheter aus Metal JSTs 1 

vernickelt 

0,46 

0- 3- 3 



Sonde pour oreilles 1 

nickele 



194 

XIV-02b 

ditto Jsr? 3 

w 

0,46 

0— 3— 3 

195 

XIV-02C 

ditto .No 5 

JJ 

0,46 

0— 3— 3 

196 

XIV-24a 

Tracheal hooks sharp 1 prong 

stainless 





Trachealhakchen scharf 1-zahnig 

rostfrei 

0,55 

0- 3-11 



Crochets tracheaux poihtus a 1 griffe 

inoxydable 



197 

XIV-24b 

ditto 2 prongs, 2-zahnig, a 2 griff es 


0,66 

0- 4- 9 

198 

XIV-24C 

ditto 3 prongs, 3-zahnig, a 3 griffes 

» 

0,83 

0— 5—11 

199 

XIV-24C1 

ditto 4 prongs, 4-zahnig, a 4 griffes 

» 

1,05 

0— 7— 6 

200 

XIV-25a 

Tracheal hooks blunt 1 prong 






Trachealhakchen stumpf 1-zahnig 


0,55 

0— 3-1-1 



Crochets tracheaux mousses a 1 griffe 




201 

XIV-25b 

ditto 2 prongs, 2-zahnig, a 2 griffes 

n 

0,66 

0- 4- 9 

202 

XIV-25C 

ditto 3 prongs, 3-zahnig, a 3 griffes 

y) 

0,83 

0- 5-11 

203 

XIV-25 b 

ditto i prongs, 4-zahnig, a 4 griffes 

V 

1,05 

0— 7— 6 

204 

XIV-108 

Middeldorff’s cheeck ‘retractor 






Mundwinkelhalter nach Middeldorff 


1,60 

0-11- 5 



Ecarteurs de joues (Middeldorff) 




205 

XIV-08 

Finger protectors articulated 






(set 3 pcs) 

nick.-pl. 





Fingerhiilsen aus Metall mit Gelehk 


2,60 

0-18- 7 



(Satz 3 Stiick) 

vernickelt 





Doigtiers articules (Compl. *3 pieces) 

nickele 




206 XIV-116 


207 XIV-145 


Hartmann’s rongeurs stainless . 

Hohlmeisselzangen nach Hartmann rostfrei 
Pinces-gouges (Hartmann) inoxydable 

Krause’s antrum trocars, nick. -pi. 

Oberkiefertrocare nach Krause vernickelt 

Trocart pour le sinus maxillaire 
(Krause) nickele 


7,50 2-13- 7 


1,70 0-12- 2 
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Price cif — Freis cif 


No. Cat. No. Article — Artikel -* Article 


208 XIV-158 Nasal speculae short 

Nasenspekula kurz 
Speculum nasal court 

209 XIV-159 ditto long, lang, long 

210 XIV Head lamp electric 

Elektrische Stirnlampe 
Lampe frontale electrique 

211 XIV Troelsch’s eustachian catheter 

Ohrkatheter nach Troelsch 
Sonde pour oreilles (Troelsch) 

212 XIV-142 Ear forceps curved 

Ohrpinzetten gebogene 
Pinces auriculaires courbes 

213 XIV-156 Laryngeal speculae 

Kehlkopfspekula 
. Speculum laryngien 

214 xiV-157 ditto for children, fur Kinder, 

pour les enfants 

215 XIV-151 Laryngeal cotton carrier with handle 

Kehlkopf-Wattetrager mit Griff 
Porte-coton laryngien a manche 

216 XIV-152 ditto of wire, aus Draht, en fil de fer 

217 XIV-153 Cotton carrier aural 

Ohr-Wattetrager 
Porte-coton pour oreilles 

218 XIV-168 Probes nasal of wire straight 

Nasensonden aus Draht gerade 
Stylets explorateurs nasals droites 

219 XIV-169 ditto curved, gebogene, courbes 

220 XIV-170 Probes aural 

Ohrsonden 
Stylets pour oreilles 

221 XVII-3 Catheter metal female 

Metalkatheter fiir Frauen 
Sondes metal pour femmes 

222 XVII-4 ditto male, fiir Manner, pour hommes 

223 XVII-39 Bladder trocar 

Blasentrokar 
Trocarts vesicaux 

224 XVII-45 Kidney forceps slight curved 

Nierenfasszangen leicht gebogen 
Pinces renales legerement courbes 

225 XVII-46 ditto strongly curved, stark gebogen, 

fortement courbes 


Quality 

Prix cif 


8 1 

£ 

nick.-pl. 



vernickelt 

2,15 

0—15— 4 

nickele 




3,14 

1- 2- 5 

» 

6,50 

2— 6— 5 

V 

0,75. 

O 

1 

1 

stainless 



rostfrei 

0,78 

0- 5— 7 

inoxydable 



nick.-pl. 



vernickelt 

1,76 

0—12— 7 

nickele 




1,68 

0-12- 0 


0,52 

0- 3- 9 





0,28 

0— 2— 0 


0,15 

0- 1- 1 





0,17 

CO 

1 

1 

o 

» 



yy 

0,18 

0— 1— 4 


0,10 

05 

1 

O 

1 

o 

yy 




stainless 
rostfrei ! 
inoxydable 


0,75 0— 5— 4 
0,80 0““ 5— 9 
1,60 0—11— 5 

2,50 0—17—10 
2,50 0-17-10 
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STOMATOLOGIC INSTRUMENTS 
ZAHNXRZTLICHE INSTRUMENTE 
INSTRUMENTS DENTAIRES 






Price cif — Preis cif 
Prix cif 

No. 

Cat. No. 



S 1 £ 

1 

XVT-28 

Dental tubes for crowns 
Kronenhiilsen 

Douilles dentaires pour couronnes 

stainless 

rostfrei 

inoxydable 

4- 

1— 8—7 

2 

XVI- 9 

Cheeck retractor 

Wangen- und Mundwinkelhalter 
Ecarteur des joiies et des levres 

?> 

1,60 

0—11—5 

3 

XVI-87 

Cutting nippers ■ 

Zwickzangen 

Pinces a couper 

nick.-pL 

vernickelt 

nickele 

1,76 

0 

1 

to 

1 

4 

XVI-89 

Stretching and contouring pliers 
Streck- und Konturzangen 

Pinces a contours pour etendre 
les couronnes 


1,65 

0—11—9 

5 

XVI-90 

Contouring pliers 

Konturzangen 

Pinces a contours 

?5 

1,76 

0—12—7 

6 

XVI-91 

Clamps bending pliers' 
Klammerbiegezangen 

Pinces a plier les crampons 

» 

1,76 

0-12-7 

7 

XVI-92 

Round nose pliers 

Rundzangen 

Pinces a mors rond 

» 

1,62 

0-11-7. 

8 

XVI-93 

Flat nose pliers 

Flachzangen 

Pinces type pla*t 

3 ? ' 

1,60 

0-11—5 

9 

XVT-94 

Pin roughening — cutting and 
bending pliers 

Universal Kramponzangen 

Pinces universelle pour crampons 

33 

1,65 

0—11—9 

10 

XVI-220 

Dental Mirror 

Mundspiegel 

Miroir a bouche . 

33 

0,30 

0- 2-2 
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I 5> 1 UiVl AIULUUIC IN STKUMENTS 

ZAHNXRZTLICHE INSTRUMENTE 
INSTRUMENTS DENTAIRES 


No. Cat. No. 


Article — Artikel — Article 


Price cif — Preis cif 
Prix cif 


stainless 

rostfrei 0,47 0— 3—4 

inoxydable 

. „ 0,46 0— 3—3 


0,46 0— 3—3 

0,46 0— 3—3 

2,40 0—17—2 


XVI-222 Cement sp.atulae 
Zementspatel 
Spatule a ciinent 

XVI-21a Curettes No. 1, 2 sharp left 
Scharfe Loffel No. 1, 2 links 
Curettes No. 1, 2 tranchantes main 
-gauche 

XVI-21b ditto right, rechts, main droite 
XVI-21C ditto straight, gerade, droites 

XVI-240. Scallers (Compl. 6 pieces) 
a,b, c, d, Reiniger (Satz.-6-Stuck) 

Cj f Instruments a nettoyer 

(Compl. 6 pieces) 

XVI-20a Meissner’s universal extracting 
forceps 

Universal Zahnzangen nach Meissner 
Daviers universels (Meissner) 
XVI-20b ditto 
XVI-20c ditto 

XVI-lla Extracting forceps for upper roots . 
(narrow beaks) 

Zahnzangen fiir obere Wurzeln 
(schmal) 

• Daviers a racines superieures 
(a mors etroit) 

XVI-llb ditto very narrow beaks, extra 
schmal, a mors tres etroit 
XVI-12a Extracting forceps for lower roots 
(narrow beaks) 

Zahnzangen fiir untere Wurzeln 
I (schlankes Maul) 

Daviers a racines, inferieures 
(a mors etroit) 

XVI-12b ditto 

XVIr023 .ditto for upper ' bicuspids, fiir obere 
s,, Bikuspidaten,! a bicuspides 
^ superieures 

XVI-14 ditto for lower bicuspids, fiir untere 
Bikuspidaten,' a bicuspides 
: inferieures ; 

XVI-15 Extracting forceps for children 
Zahnzangen fiirj Kinder 
Daviers pour enfants 

XV4-16 ditto for Molars, fiir Molaren, pour 
molaires 
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2,94 

1 — 1-0 

2,94 

2,94 

1 — 1-0 

1 — 1-0 

1,86 

0 — 13—3 

1,86 

0 — 13—3 

1,86 

0 - 13—3 

1,86 

0 — 13—3 

1,86 

0 - 13-3 
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■ STOMATOLOGIC INSTRUMENTS ■ 

ZAHNARZTLICHE INSTRUMENTE I 

INSTRUMENTS DENTAIRES ■ 


— ... , 





Price cif — Preis cif 

No. 

Cat. No. 

• Article — Artikel — Article 

Quality 

. Prix cif 




1 $ .. 

£ 

27 

XVI-17 

Extracting forceps for lower molars 

stainless 


' 



Zahnzangen fiir untere Molaren 

rostfrei 

1,86 

0-13- 3 



Daviers a molaires inferieures 

inoxydable 

28 

XVM8 

ditto for upper molars right, 






fiir obere Molaren rechts, 
a molaires superieures droites 


1,86 

0-13-3 

29 

XVM9 

ditto left, links, gauches 

?) 

■ 1,86 

0-13-3 

30 

XVI-024a 

Extracting forceps for lower wisdoms. 





Zahnzangen fur imtere Weisheits- 
zahne 

If 

1,86 

0-13- 3 



Daviers pour dents de sagesse 




31 

XVI-024b 

ditto for upper wisdoms, fiir obere 






Weisheitszahne, pour dents 
de sagesse superieures 

ff "I. 

1,86 

0—13— 3 

32 

XVI-248a 

Pliers curved 

Zahnpinzette gebogen 

Brucelle courbee 

jj* 

0,48 

0— 3— 5 

, . 33 

XVI-248b 

ditto curved long beaks, gebogen 


0,18 

0—3— 5 



lang, courbee longue bee ■ i 


34 

XVI-249 

ditto sickle-shaped, sichelfbrmig, 
croissant 

ff 

0,48 

0— 3— 5 

35 

XVI-228 

Plastic filling instruments No.l and 2 
Instrumeiite fiir plastische Fiillun- 






gen No. 1 und 2 

Instruments pour plombages 

ff 

0,40 

0— 2—10 



plastiques No. 1 et 2 




36 

XVI-257a 

Plastic filling instruments No. l 
Instrumente fiir plastische Fiillun- 






gen No. 1 

Instruments pour plombages 

ff 

0,40 

0 — 2 — io 



plastiques No. 1 




37 

XVI-257b 

ditto No. 2 

„ 

0,40 

0— 2—10 

38 

XVI-257C 

ditto No. 3 


.0,40 

0 

1 

(M 

1 

o 

39 

XVI-256 

Plastic filling instruments 
Instrumente fiir plastische Fiillungen 
Instruments pour plombages. pla- 

ff 

0— 2—10 

0,40 

40 

i 

X VI-259 

stiques 

ditto stiff bent, steif gebogen, 


0,40 




-raides courbes 

ff 

0 — 2—10 

41 

1 

XVI-260 

Plugger and carrier for amalgam' 
Stopfer und Trager fiir Amalgam 

ff 

0,40 ' 

0— 2—10 



Fpuloir et porte d’amalgame 



42 

XVI-261 

Plastic filling instruments type . A * 
Instrumente fiir plastische Fiillun- 


*• 



‘ 

gen Type A 

ff ■ 

0,40 I 

0— 2—10 



.Instruments pour plombages 






plastiques type A . ^ 

■ ■■ 
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ZAHNXRZTLICHE instrumente 
INSTRUMENTS DENTAIRES 




No. 

Cat. No. 

Article — Artikel — Article 

Quality 

43 

XVI-262 

ditto Type B 

stainless 

44 

XVI-266a 

Excavators type A 0 1,0 mm. 
Exkavatoren Type A 0 1,0 mm 
Excavateurs Type A 0 1,0 mm 

rostfrei 

inoxydable 

45 

XVI-266b 

ditto 0 1,2 mm 

» 

46 

XVI-266C 

ditto 0 1,6 mm 


47 

XVI-266d 

ditto ^0 2,0 mm 


48 

XVI-267a 

> 

Excavators type B 0 1,0 mm. 
Exkavatoren Type B 0 1,0 mm 
Excavateurs type B 0 1,0 mm 

jj . 

49 = 

XVI-267b 

ditto 0 1,2 mm 


50 

•XVI-267C 

ditto 0 1,6 mm 

JJ 

51 

XVI-267d 

ditto 0 2,0 mm 

JJ 

52 

XVb268a 

Excaxators type C 0 1,0 mm. 
Exkavatoren Type C 0 1,0 mm 
Excavateurs type C 0 1,0 mm 

JJ 

53 

XVI-268b 

ditto 0 1,2 mm 

JJ 

54 

XVI-268C 

ditto 0 1,6 mm 

JJ 

55 

XVI-268d 

ditto 0 2,0 mm 


56 

XVI-269a 

Explorers 

Zahnsonden 

Sondes 

JJ 

57 

XVI-269b 

ditto rectangular, rechteckig, 
rectangulaire 

JJ 

58 

XVI-269C 

ditto obtuse, stumpfwinkelig, 
obtusangle 





59 

XVI-269d 

ditto sickleformed, sichelformig, 
croisant 

JJ 

60 

XVl-56a 

Excavating burs inverted cone for 
Anglepiece No. 0-8 

Zahnbohrer umgekehrter Kegel 
fiir Wlnkelstiick No. 0-8. 

Fraises dentaires cone renverse 
pour piece angle No. 0-8 


61 

XVI-56b 

ditto for Handpiece, fiir Handstiick, 
pour piece a main droite 


62 

XVI-57a 

Excavating burs round- for Angle- 
piece No. 0-8' ' . . 

Zahnbohrer rund fiir Winkelstiick 




No. 0-8 . 




Fraises dentaires rondes pour piece 




angle No. 0-8 


63 

XVI-57b 

ditto for Handpiece, fiir Handstiick,: 

/ f , ' 



pour piece a main d , * / 



Price cif — Preis cif 
Prix cif 


0 - 2—10 


0-3-7 

0—3—7 

0—3—7 

0-3—7 

0-3-7 

0—3—7 

0—3—7 

0—3—7 

0-3-7 

0-3-7 

0—3—7 

0—3—7 

0-2-4 

0—2—4 

0—2-4 

0-2-4 


1—0—9 


-1—0-9 


1-0—9 


1-0-9 
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■ ZAHNXRZTLICHE instrumente ■ 

INSTRUMENTS DENTAIRES ■ 






Price cif — Preis cif 




Quality 

Prix cif 

No. 

Cat. No. 

Article — Artikel —• Article 



$ 

£ 






o 





64 

XVI-58a 

Fissure burs’ for Anglepiece No. 0-8 
Fissurenbohrer fur Winkelstiick 






No. 0-8 

Fraises dentaires forage de fissures 


^3,50 

1— 5—0 



pour piece angle No. 0-8 




65 

XVI-58b 

ditto for Handpiece, fur Handstiick 


ib3,50 

1— 5—0 



pour piece a main droite No. 0-8 


66 

XVI-056 

’’Herkules” crown press 
Zahnhulsenpresse „Herkules” 

Presse pour couronnes „ Hercules” 


80 — 

28—11—6 
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MEDICAL AND VETERINARY NEEDLES 
MEDIZINISCHE UND VETERINXR- KANULEN 
AIGUILLES MEDICALES ET VETERINAIRES 


Article — Arlikel — Article 


Price cif per 1 dozen 
Preis clf per 1 Dixtzend 
Prix cif parU douzalne 


1 XI-14a Injection needles "Record” or "Luer” 

Injektionskanulen ^Record” Oder „Luer” 

Aiguilles pour injection „ Record” oii „ Liter” 
Nr. 1 — 0,90 X 40 mm . 

Nr. 2 — 0,80 X 35 mm - 

Nr. 12 — 0,70 X 32 mm 

Nr. 14 — 0,65 X 28 mm 

Nr. 15 “ 0,65 X 26 mm 

Nr. 16 — 0,60 X 25 mm . 

Nr. 17 — 0,50 X 25 mm 
Nr. 18 ~ 0,50 X 25 mm 
Nr. 19 — * 0,50 X 22 mm 
Nr. 20 — 0,50 X 18 mm . ^ 

2 XI-14b Intravenous needles "Record” or "Liter” 

Venenkaniilen ^Record” Oder „Luer” 

Aiguilles pour injection intra-veineuses 

„ Record” ou „Luer” . 

Nr. 1 — 1,00 X 35 mm 
Nr. 2 — 1,10 X 35 mm 
Nr. 3 — 1,20 X 35 mm 
Nr. 4 — 1,30 X 35 mm 
Nr. 5 — 1,40 X 35 mm 
Nr. 6 — 1,50 X 35 mm 

3 XI-i4 Salvarsan injection needles "Record” 

or "Luer” 

Salvarsan-Injektionskaniilen „ Record” . 

Oder „Luer” , 

Aiguilles a salvarsan „Record” ou „Luer” 
Nr. 1 — 1,20 X 50 mm 
Nr. 2 — 1,10 X 50 mm 
Nr. 3 — 1,00 X 50 mm 
Nr. 4 — 0,90 X 50 mm 
Nr. 5 — 0,80 X 50 mm 
Nr. 6 — 0,70 X 50 mm 


0,60 0-4— 3 


0,65' 0—4— 8 


0,82 10—5-10 
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MEDIZINISCHE UND VETERINXR-KANULEN 
AIGUILLES MEDICALES ET VETERINAIRES 


No. 

Cat. No. 

Article — Artikel — Article 

Price cif per 1 dozen 
Preis cif per 1 Dutzend 
Prix cif per 1 douzaine 




s 

£ 

4 

XI-14 

Serum injection needles ” Record” or ”Luer’^ 
Serum-Injektionskaniilen „ Record” oder„Luer” 
Aiguilles a serum „ Record” ou „Luer” 

Nr. 1 — 1,20 X 50 mm 

Nr. 2 — 1,10 X 50 mm 

Nr. 3 — 1,00 X 50 mm 

Nr. 4 — 0,90 X 50 mm 

Nr. 5 — 0,80 X 50 mm 





Nr. 6 — 0,70 X 50 mm 

0,82 

0— 5-10 

. 5 

III-30 

Anaesthesia needles 0,80 X 80 mm. 





Anaesthesie-Kanulen 0,80 X 80 mm 

Aiguilles a anesthesie 0,80 X 80 mm 

1,10 : 

0— 7—10 

6 

III-30 

ditto 1,00 X 100 mm 

1,40 

0—10— 0 

7 

IV-24 

Needles for vertebral anaesthesia 1,00X150 mm. 
Kaniilen fhr vertebral Anaestheaie 1,00 X 150 mm 
Aiguilles a anesthesie vertebral 1,00x150 mm 

2- 

0—14— 3 

8 

IV-24 

ditto 1,20 X 180 mm 

2,40 

0—17— 2 

9 

IV-23 

Needles for ; gangrenous abscess puncture 

0 4 X 180 mm. 





Kaniilen zur Punktion kaltbrandiger Abscesse 
0 4 X 180 mm 

Aiguilles a ponction des abces gangreneux 

0 4 X 180 mm 

3,22 

1— 3— 0 

10 

IV-23 

ditto 0 5 X 180 mm 

3,50 

1— 5— 0 

11 

12 

13 

IV-23 

III-24 

XI-11 

ditto 0.6 X 180 mm 

Blood transfusion needles (Jube’s) 
Bluttransfusion-Kaniilen (Jube) 

.Aiguilles a transfusion du sang (Jube) 
Pneumothorax needles 1,00 X 40 mm. 

4,00 

2,40 

1— 8— 7 

0—17— 2 



Pneumothorax-Kaniilen 1,00 X 40 mm 

Aiguilles a pneumothorax 1,00 X 40 mm 

3,10 

1— 2— 2 




14 

XI-11 

ditto 1,00 X 60 mm 

3,20 

1— 2—10 

15 

XI-11 

dittQ 1,20 X 80 mm 

3,35 

1— 3—11 

16 

XI-11 

ditto 1,20 X 100 mm 

3,45 

1^ 4— 8 

17 

xi-9 

Skull-cap puncture needles 

Schkdeldecke Punktionskaniilen 

Aiguilles pour ponction du crane 

2,80 

1- 0- 0 

18 

19 

XI-15 

XI-7 

Strauss’ blood-taking needles 
Blutentnahme-Kaniilen nach Strauss 

Aiguilles pour prise de sang de Strauss 

Bier’s lumbal puncture needles 1,00 X 60 mm. 
Lumbalpunktionskaniilen nach Bier 

2,60 

0-18- 7 

( ; 


1,00 X 60 mm 

Aiguilles a ponction lombaire de Bier « ^ 

1,00 X 60 mm . : i 

7,50 

2-13- 7 
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MEDIZINISCHE UND VETERINXR-KANULEN H 

AIGUILLES MEDICALES ET VETERINAIRES I 


No. 

Cat, No. 

Article — Artikel — Article 

Price cif per 1 dozen 

Preis cif per 1 Dutzend 

Prix cif per 1 douzaine 

8 £■ 

20 

XI-7 

ditto 1,20 X 100 mm 

7,80 

2-15- 9 

21 

XI-7 

ditto 1,40 X 100 mm 

8,- 

2- 17— 2 

22 

XI-03 

Infusion needles 

' . 




Infusionskaniilen 

3,- 

1— 1— 5 



Aiguilles a infusion 



23 

XII-11 

Cerebral trabecula needles 





Gehirnkammer-Kaniilen 





Aiguilles a corps calleux 





2,50 X 75 mm 





2,50 X 85 mm 





2,50 X 95 mm 





2,50 X 100 mm 

4,50 

1—12— 2 

24 

XI- 10 

Sternal puncture needles 





Sternalpunktionskaniilen 

3,20 

1— 2—10 



Aiguilles pour ponction du sternum 



25 

XI- 

Bone marrow needles 





Knochenmark-Kaniilen 

3,80 

1— 7— 2 



Aiguilles a moelle 



26 

XII-01 

Backhead puncture needles 





Hinterkopf Punktionsnadeln 

2,50 

o 

1 

l> 

1 

O 



Aiguilles pour ponction occipital 



27 

Wet. 

Veterinary needles ^Record” 





Veterinar - Kanulen ^Record” 





Aiguilles veterinaires „ Record” 





Nr. 1 — 0,70 X 10 mm 

0,53 

0— 3— 9 



Nr. 2 — 0,70 X 25 mm 

0,53 

0— 3— 9 



Nr. 3 — 1,50 X 35 mm 

0,90 

0— 6— 5 



Nr. 4 — 1,50 X 60 mm 

0,90 * 

0- 6— 5 



Nr. 5 — 1,70 X 35 mm 

0,90 

0— 6- 5 



Nr. 6 — 1,70 X 60 mm 

0,90 

0— 6— 5 



Nr. 7 — 2,00 X 50 mm 

0,90 

0— 6- 5 



Nr. 8 — 2,00 X 80 mm 

0,90 

0—6— 5 

1 


Nr. 9 — 2,50 X 80 mm 

0,90 

0- 6- 5 

i 
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VETERINARY INSTRUMENTS 

VETERINAR INSTRUMENTE — INSTRUMENTS VETERINAIRES 


No 

Cat. No. 


Quality 

Price cif — Preis cif 

Prix cif 




$ 

£ 

1. 

Wet.-l 

Percussion hammer 

nick.-pl. 





Perkussionshammer 

vernickelt 

2,20 

0—15— 9 



Marteaii-percuteur 

nickeie 



2 

W€t.-2 

Pleximeter (plastic material) 






Plessimeter (Kiinststoff) 



n a 



Plaque plessim^trique (masse pla- 



U O 



stique) 




3 

Wet.-3 

Binaural-stethoscope in leather case 


* 




Binaural-Stethoskop in Leder-Etui 


ft. — 

2—17— 2 



Bi-auriculaire stethoscope en etui 






de cuir 




4 

Wet.-4 

Bull holder 






Nasenzange fur Binder 

w 

1,70 

1 

T 

o 



Pince mouchette 




5 

Wet.-5 

Mouth gag lyre-shaped 






Maulgatter lyraformig 

» 

2,05 

0—14— 8 



Pas d’ane lyre 




6 

Wet.-B 

Gu enter’s mouth gag 






Maulgatter nach Guenter 

n 

12,32 

O 

1 

00 

1 



Pas d’ane articuie d’apres Guenter 




7 

Wet.-7 

Christoph’s mouth gag 






Mauloffner nach Christoph 


2,50 

0—17—10 



Pas d’ane Christoph 




8 

Wet.-8 

Bayer’s mouth wedge 






' Maulkeil nach Bayer 


4,60 

1-12—10 



Ouvre gueule-mors de Bayer 




^ 9 

Wet.-9 

Bull ring forceps 






Bullenringzange 


5,20 

1 17 2 



Pince a mettre les anneaux 






aux taureaux 




10 

Wet.TlO 

Bull ring 






Bullenring 

w 

0,42 

0 

1 

CO 

1 

o 



Anneau pour taureau 
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I V£iT£iKij>iAKi; 

VETERINAR INSTRUMENTE — INSTRUMENTS VETERINAIRES H 


No. 

Cat. No. 



Price cif Preis cif 
Prix cif 





1 $ 

£ 

11 

Wet.-ll 

Gutbrod’s bull guide 

Bullenfiihrstab nach Gutbrod 

Barre a conduire le taureau 

nick.-pl. 

vernickelt 

nickele 

2- 

0—14— 3 

12 

Wet.-12 

Schoetle’s noose for pigs 
Schweinebremse nach Schoettle 
Noeud coulant d’immobilisation 
pour pores — Schoettle 

» 

2,60 

0-rl8— 7 

13 

Wet.-13 

Veterinary scalpel 165 mm. 
Operationsskalpell 165 mm 

Bistouri fixe droit arrondi 165 mm 

M 

0,70 

0— 5— 0 

14 

Wet.-14 

Frick’s sharp curette 

Scharfe Kiirette nach Frick 

Curette pointue de Frick 

■ 

1,35 

0— 9— 8 

15 

Wet.-15 

Double-ended probe 200 mm. 
Knopfsonde 200 mm 

Sonde boutonnee 

V 

0,32 

0— 2— 3 

16 

Wet.-16 

ditto 300 mm 


0,40 

0— 2—10 

17 

Wet.‘17 

Director grooved 

Hohlsonde 
■ Sonde cannelee 


0,70 

0— 5—0 

18 

W€t.-18 

1 Trocar for cattle with wooden handle 
Trokar fur Binder mit Holzheft 
Trocart pour bovin manche bois 

?? 

1,55 

0—11— 1 

19 

Wet.-19. 

ditto with metal handle, mit Metall- 
heft, manche metal 


1,85 

0—13— 3 

20 

W€t.-20 

Trocar for sheep with metal handle 
Trokar fur Schafe mit Metallheft 
Trocart pour moutons manche metal 

5? 

1,50 ' 

0—10— 9 

21 

W€t.-21 

Trocar for bladder 

Trokar fiir Blasenstich 

Trocart pour ponction vesicale 


2,26 

0—16— 2 

22 

Wet.-22 

Rectal plugger 

Darmtamponator 

Tamponatem rectale 


3,10 

1— 2— 2 

23 

Wet.-23 

Frick’s universal tooth forceps 
Universal Zahnzange nach Frick 
Pince dentaire universelle — Frick 


28,- 

10-0— 0 

24 

Wet.-24 

Moller’s tooth shears 

Zahnschere nach Mbller 

Coupe-dents d’apres — Mbller 


22,50^ 

8— 0— 9 

25 

Wet.-25 

Frick’s tooth chisel straight 
Zahnmeissel nach Frick gerade 
Ciseau.dentaire — Frick droit 

' n 

1,82' ' 

0—13— 0 

26 

Wet.-26 

ditto bent, gebogen, courbe 

V 

2,45 i 

0—17— 6 
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■ VETERINARY INSTRUMENTS H 

veterinAr instrumente — instruments VETERINAIRES ■ 


No. 

Cat. No. 

Article — Artikel — Article 

Quality 

Price cif — Preis cif 

Prix cif 

S 1 , 

27 

Wet.-27 

De Brogniez’s tooth chisel 

nick.-pl. 





Zahnmeissel nach Brogniez 

vernickelt 

3,75 

1_ 6__ 9 



Rabot odontriteur d’apres 

nickel ft 




Brogniez 




28 

Wet.-28 

Reinhardt’s dental forceps 






Alveolenzange nach Reinhardt 

’ ?? ■ ' 

4,35 

1—11— 1 



Davier alveolaire — Reinhardt 




29 

Wet.-29 

Elevator for teeth roots oblong 






Zahnwurzelheber — Liingsheber 

j? 

1,17 

0 

1 

00 

1 



Elevateur a racines des dents oblong 




30 

Wet. -30 

ditto transversal, Querlieber, 


1 17 

0— 8— 4 



transversal 


A, j. 1 


31 

Wet.-31 

ditto concave, Konkavheber, concave 


1,17 

6— 8— 4 

32 

W€t.-32 

ditto convex, Konvexheber, cohvexe 


1,17 

0- 8- 4 

33 

Wet.-33 

Tooth rasp for horses 






Pferdezahnraspel 


1,80 

0-412—10 



Rape dentaire plate 




34 

Wet.-34 

Tracheotomy cannla 



1 



Trachealkaniile 

» 

2,30 

0—16 — 5 



Trocart iritra-tracheal 




35 

Wet.-35 

Field’s tracheotomy tube 






Tracheotubus nach Field 

53 

3,-- 

1— 1— 5 



Tube a tracheotomie de Field 




36 

Wet.-36 

Tracheal tube for temporary 






tracheotomy 


3,80 

1—7—2 



Trachealtubus filr temporilre 

• 5 ?- 





Tracheotomie 






Tube proviscire pour tracheotomie 




37 

Wet.-37 

Pill giver flexible 






Elastischer Pilleneingeber 

55 

2,80 

1— 0— 0 



Lance-pilules flexible 




38 

Wet.-38 

Instrument for giving liquid medicine 






to big animals 






Medizinkandare fiir grosse Tiere* 

55 

4,20 

1-10— 0 



Dispositif a servir les medicaments 






liquides pour les grands animaux 




39 

Wet.-39 

Wooden hernia clamps 185 X 50 mm. 






Hoi z erne Bruchkluppen 185 X 50 mm 


0,30 

0— 2— 2 



Casseaux en bois pour hernie 





185 X 50 inm 



• 

40 

Wet.-40 

ditto 145 X 50 mm 


0,28 

0— 2— 0 

41 

Wet.-41 

ditto 125 X 50 mm 


0,26 

0- 1—10 

42 

Wet. -42 

ditto 115 X 50 mm 


0,25 

0— 1— 9 

: 43 

Wet.-43 

ditto 90 X 50 mm 


0,24 

0— 1— 9 

44 

Wet.-44 

Hernia clamps screw (1 pair) 

nick.-pl. . 





Bruclikluppenschraube (1 Paar) 

vernickelt 

3,- 

1— 1— 5 



Etau a casseaux a vis 

nickele 
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VETERINXR INSTRUMENTE — INSTRUMENTS V£TERIN/¥IRES 






Price cif — Preis cif 

No. 

Cat. No. 

Article — Artikel — Article 

Quality 

Prix cif 



$ 

£ 

45 

Wet.-45 

Metal hernia clamps 160 X 50 mm. 

hick.-pl. 





Bruchkluppen aus Metall 160X50 mm 

vernickelt 

1,50 

0-10— 9 


- 

Casseaux en metal pour hernie 

160 X 50 mm 

nickele 

46, 

- Wet.-46 

. ditto 100 X 50 mm 

V 

1,40 

o 

1 

o 

7 

o 

,47» 

Wet.-47 

ditto 55 X 50 mm 


1,30 

00 

1 

1 

o 

48 

i 

Wet.-48 

Fiirstenberg’s milking tube 0 2 mm. 
Milchkatheter nach Furstenberg 






0 2 mm - 

Sonde trayeuse de Furstenberg 

» 

0,63 

0- 4— 6 



0 2 mm 




49. 

Wet.-49 

ditto 0 3 mm 


0,63 

CD 

1 

1 

O 

50 

Wet.-50 

Evers’ air filter with double bails 
Luftfilter nach Evers mit Doppel- 
geblase 

Appareil d’Evers avec filtre pour 


3,80 

1- 7— 2 



injection d’air pur 




51 

Wet.-51 

Metal catheter for mares 

nick.-pl. 





Metallkatheter fiir Stuten 

vernickelt 

1,52 

0—10—10 



Sonde vesicale en metal pour jument 

nickele 

52 

Wet.-52 

ditto for cows, fiir Kiihe, pour vaches 

» 

0,90 

0- 6— 5 

53 

Wet.-53 

ditto for dogs, fiir Hunde, pour 


0,47 

1 

00 

1 

o 



chiens 0 2,5 mm 

V 

54 

Wet.-54 

ditto 0 3,5 mm 

n 

0,47 

1 

00 

1 

o 

55 

Wet.-55 

Needle for castrating of pigs 

Nadel zur Kastration von Schweinen 
Aiguille suture a castrer les pores 

» 

0,18 

0— 1— 3 

56 

Wet.-56 

Wooden castrating clamps 

140 X 25 mm 

Holzkluppen zur Kastration 
. 140 X 25 mm 

Casseaux pour castration 


0,35 

0— 2— 6 



140 X 25 mm 




57 

Wet.-57 

ditto 120 X 25 mm 


0,35 

0— 2-- 6 

58 

W€t.-58 

ditto 110 X 25 mm 


0,35 

0- 2— 6 

59 

Wet.-59 

ditto 110 X 18 mm 


0,35 

0— 2— 6 

60 

We't.-60 

Screw for closing castrating clamps 
Kluppenschraube fiir Kastrations- 

nick.-pl. 

4,80 

1-14- 3 



kluppen 

vernickelt 



Etau a casseaux ,a vis 

nickele 



61 

W€t.-61 

Sand’s castrating forceps 
Kastrierzange nach Sand 

» 

9,54 

3— 8— 2 



Pinces pour castration — Sand 
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VETERINARY INSTRUMENTS 

VETERINXR INSTRUMENTE — INSTRUMENTS VETERINAIRES 


No. Cat. No. 


Article — ’.Artikel — Article 


Price cif — Preis cif 
Prix cif 


1 1 

Wet.-62 

Hausmann’s emasculator for horses 
Emaskulator fiir Pferde nach 

nick.-pl. 

vernickelt 

8,62 3 

Wet.-63 

Hausmann 

Emasculateur pour chevaux — 
Hausmann 

ditto for small animals, fur kleine 

nickele 

5,60 2 


Tiere, pour petits animaux 


Wet.-64 

Burdizzo’s bloodless castrator large 
Kastrierzange nach Burdizzo gross, 
Pince pour castration — Burdizzo 


11,82 4 


grand 


8,80 3 

■Wet.-65 

ditto small, klein, petit 


Wet.-66 

Reisinger’s effeminator 

Effeminator nach Reisinger 

n 

21,— 7 

W€t.-67 

Ovariotome — Reisinger 

Hoof testing forceps Viennese models 
Hufuntersuchungszange Wiener 


3,95 1 


Modell 

Pince a sender les pieds 



Wet.-68 

Hoof knife one-edged 

Rinnmesser einschneidig 

Couteau anglais pour pieds a un 


0,65 C 


tranchant 



Wet.-69 

Forceps for lifting hoofs 




Schnabelzange 

Pince a bee pour Pextraction du 


4,70 1 


cartilage aux sabots des chevaux 



Wet.-70 

Hoof lever 

Hornheber zur Resektion 
des Hufhornes 

Levier pour cartilage des sabots 

» 

1,15 ( 



de chevaux 



Wet.-71 

Hoof forceps for cattle 




Hufzange ftir Vieh 

Pince a couper les sabots 

» 

6,56 : 


des bovines 



! Wet.-72 

Paring-chisel for claws 
Klauenstemmeisen 


1,70 .1 


Fermoir pour sabots des bovines - 



t Wet.-73 

Knife for trimming claws 
Stossmesser; 

Couteau a raper les sabots 


1,60 


1 Wet.-74 

Hoof hammer 

Hufhammer 

Marteau pour les pieds 

»■ 

0,54 
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VETERINARY INSTRUMENTS 

VETERINKR INSTRUMENTE — INSTRUMENTS VETfiRINAIRES 


No. 

Cat. No. 

75 

V;et.-75 


76 Wet.-76 

77 Wel.-77 

78 Wet.-78 

79 Wet.-79 

80 Wet.-80 

81 V^et.-81 

82 Wet.-82 

83 Wet.-83 

84 Wet.-84 

85 Wet.-85 

86 Wet.-86 

87 Wet.-87 

88 Wet.-88 


Article — Arlikel — Article 

Vaginal speculae for cows russian 
model 

Scheidenspekula fiir Kiilie nissi- 
sclies Modell 

Speculum vaginal pour vaclies 
modele r’usse 

ditto for mares, ftir Stuten, pour 
juments 

Tubular speculae for heifers 
Rohrenspekula ftir Farsen 
Speculum tubulaire pour les genisses 
Tubular speculae for bitches (3 pcs.) 
Rohrenspekula ftir Hiindinnen 
(3 Stuck) 

* Speculum tubulaire pour chiennes 
(3 pcs.) 

Uterine catheter straight 
Uteruskatheter gerade 
Sonde uterine droite 

ditto curved, gebogen, courbee 
Gotze’s cervix catheter 
Cervixkatheter nach Gdtze 
Sonde pour col uterin — Gotze 

Vulsellum forceps ~ Albrechts'en’s 
Hakenzangen nach Albrechtsen 
Pince d’Albrechtsen 

Vulva sutures 
Scheidenverschluss 
Agrafe reglable vaginale 
Lund’s triangle 
Trachtenzwinger nach Lund 
Pissaire de Lund 

Harms’ eye hook 

Augenhaken nach Harms 

Grochet a parturition d’apres Harms 

Obstetric hook for sows 
Geburtshaken fur Sauen 
Crochet a parturition pour truies 

Obermayer’s obstetric hook 
Geburtshaken nach Obermayer 
Crochet a parturition — Obermayer 

Krey-Sclidtler’s obstetric hook 
Geburtshaken nach Krey-Schdtler 
Crochet double a parturition — 
Krey-Schotler 


I Price cif — Preis cif 


Quality 

I Prix cif 


s 

£ 

nick.-pl. 



vernickelt 

5,80 

2— 1— 5 

nickele 



■ • ?? 

6,90 

2- 9- 3 


2- 

0—14— 3 


3,95 

1— 8— 3 

7 ? 

1,50 

0—10— 9 

77 

1,75 

0—12— 6 

7 ? 

1,20 

0— 8— 7 

77 

3,40 

1— 4— 3 

77 

1,50 

0-10- 9 

77 

0,60 

0— 4— 3 

77 

0,65 

0— 4— 8 

77 

1,48 

0-10-- 7 

77 

2,37 

0—16—11 

7 ? 

3,80 

1— 7— 2 

D 1 

A 1 

M n 
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VETEKIJNAKY INSTKUMEM’S 

veterinXr instrumente — instruments vEterinaires 


Cat. No. 

Article ~ Artikel — Article 

Quality 

Wet.-89 

Witt-Gertli’s obstetric forceps 
Gebiirtszange nacli Witt-Gerth 

Pi nee a parturition — Witt-Gerth 

nick.-pl. 

vernickelt 

nickele 

Wet.-90 

'Hollweck’s embryotome knife 
Fingermesser nach Hollweck 
Embryotome couteau — Hollweck 

?> 

Wet.-91 

Diietsch’s sheated knife 

Verdecktes Messer nach Diietsch 
Couteau cache — Duetsch 

j> 

Wet.-92 

Keller’s obstetric spatiilae 
Geburtsspatel nach Keller 

Spatule pour embryotomie — Keller 

n 

Wet.-93 

De Bruin’s embryotome chisel 
Hautmesser nach de Bruin 

Gouge embryotome d’apres — 
de Bruin 

•J 

Wet.-94 

Lindhorst’s ring introducer 
Schlingenleiter nach Lindhorst 
Passe-lac d’apres — Lindhorst 

n 

Wet.-95 

Sand’s guide for cords 
Schlingenfilhrer nach Sand 

Passe-lac d’apres — Sand 

\ 

w 

Wet.-96 

Thygesen’s embryotome pattern 
Drahtsagen-Embryotom nach 
Thygesen 

Embryotome — Thygesen 


Wet.-97 

Liess’ embryotome wire 10 mm 
Liess Drahtsage 10 mm 

Scie-fil embryotome — Liess 


W€t.-98 

Simon’s embryotome wire handle 
Drahtsagengriff nach Simon 

Poignee pour scie-fil — Simon 

” 

Wet.-99 

Nippers for cutting sharp teeth 
of sucking pigs 

Zange zum Abkneifen von Ferkel- 
ziihne 

Pince coupe-dents incisives pour 
porcelets 


Wet.-lOO 

Forceps for applying pig rings 
Zange zum Einlegen von Russel- 
ringen gegen das Wiihlen der 
Schweine 

Pince a mettre des agrafes aux pores 
pour empecher les fouilles 


A R 

; 1 M E X P 

0 L 


Price cif — Preis cif 
Prix cif 


7,66 2-14— 9 
2,30 0—16— 5 
3,80 1— 7— 2 
2,18 0—15— 7 

2.40 0—17— 2 

0,70 0— 5— 0 

1.40 0—10— 0 


3,80 1—7—2 
1,50 0—10— 9 

2,65 0—18—11 
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VETERINAR INSTRUMENTE — INSTRUMENTS VETERINAIRES 




No 

r,;it Nn 



Price cif — Preis clf I 

Prix cif 1 





1 $ 

£ 

101 

Wet.-lOl 

Forceps for applying poultry rings 
Zange zum Anlegen der Ringe 
bei Gefliigel 

Pince a mettre des bagues aux 
volailles 

nick.-pl. 

vernickelt 

nickele 

3,20 

1— 2-10 

0 102 

Wet.-102 

Forceps for applying cattle marks 
’’Crotalia” 

Zange zum Anlegen der Vieh- 
marken „Crotalia” 

Pince pour marquer le be tail 
„Crotalia” 


3,90 

1~ 7—10 

103 

Wet.-103 

ditto for sheep and goat, bei Scha- 
fen und Ziegen, pour brebis 
et chevres 


3,90 

1— 7-10 

104 

Wet.-104 

Forceps for marking- of cattle in case 
of contagius disease 

Zange zum Markieren des Viehes 
bei ansteckenden.Krankheiten 
Pince pour marquer le betail centre 
les maladies contagieuses 


3,90 

1— 7—10 

105 

y.^€t.-i05 

Forceps for applying marks by small 
animals 

Zange zum Anlegen der Marken 
bei kleinen Tieren 

Pince pour marquer le petit betail 


3,20 

:1- 2—10 

106 

Wet-106 

Sheep ear marking pliers with 
changeable cuttings 

Kerb- und Markierzange fur Schafe 
mit auswechselbaren Ausschnitten 
Pince a marquer les oreilles des 
moutons avec decoupoir 
interchangeable 

» 

5,40 

1—18— 7 

107 

Wet.-107 

Sheep ear marking pliers 

Kerb- und Markierzange fiir Schafe 
Pince a marquer les oreilles 
des moutons 


3,40 

1- 4— 3 

108 

W€t.-108 

Tattooing forceps with 4 sets 
of numbers 7 mm. 

Tatowierzange mit 4 Satz 

Ziffern 7 mm 

Pince a tatouer avec 4 complets 
de chiffres 7 mm 

” 

15,~ 

5— 7- 2 ... 

109 

Wet.-109 

ditto 15 mm 

» 

18,50 

6—12— 2 

no 

p. • '■ ■ 

Wet.-llO 

ditto 20 mm 

- 

20,70 

7— 7—10 
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VETERINAR INSTRUMENTE — INSTRUMENTS VETERINAIRES 


1 


I Price cif — Preis cif 


No. Cat. No. Article — Artikel — Article 


111 Wet. -Ill Spare figures tor tattooing lorceps 

7 mm. from 0—9 
Ziffern fur Tatowierzange 7 mm 
von 0—9 

Chiffres pour pince a tatouer 
7 mm — 0 — 9 

112 Wet.-112 ditto 15 mm 

113 Wet.-113 ditto 20 mm 

114 Wet.-114 Stick horse gauge 

Pferdemesstock 

Canne hypom6trique a mesurer 
la hauteur des chevaux 

115 Wet.-115 Stick cattle gauge 

Viehmesstock 

Canne hypom4trique pour mesurer 
la hauteur du b^tail 

116 W€t.-116 Sheep shears straight 160 mm 

Schafschere gerade 160 mm 
Ciseaux a tondre les moutons 

117 Wet.-117 ditto curved, gebogen, courb6s 

118 W€t.-118 Trephine 

Trephine 

Trepan 


Prix Cif 

$ 

£ 

nick.-pl. 


vernickelt 2,70 

0-19-3 

nickele 


. 3- 

1— 2—2 

„ 3,70 

1— 6—5 

„ 10,50 

3—15—0 

„ 12,50 

4— 9—3 

0,78 

0— 5—7 

0,90 

0— 6-5 

7,75 

2—14—8 
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